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SEARCH RECEIVERS 
FOR RADAR COUNTERMEASURES 


• AN ASPECT of the recent war that haa 
r('(*eiv('d more and more widespr(‘ad recog¬ 
nition, as hitherto classifi(*d information on 
e(|ui|3ment and techniques has lxH*n rc*- 
h*ased, Is the tremendously important role 
that was assum<‘d by electronic devices. 

The dev(‘lopnu*nt of radar has be<*n di*- 
.scribed in terms of e(|uipment d(*sign and 
operating characteiisiics in many pap(*rs*, 
and will, no doubt, be the subject of many more. Its direct r(‘lation to 
military oi>eratioiLs, how(»ver, is a parallel story of (‘qual fascination. 

>ror iiMtance: Edwin F. Schneider. "RiMhir.** Proc. IRE.. Vol. 34. No, 8. pp. 528-578. Aujcwt. 1940. 
Uoyd J. Berkner. ’'Nnvnl .Airborne RAdar." Proc, lIUu.. VoL 34. No. tt. pp. 071-700. Sepleinbtf, 
1046. 

Figure 1. Panel view of the TYPE P-540 Receiver. 
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The inipfjrtance of nuiar aiul of elec¬ 
tronic aids to navigation was realized 
very early in the war when the Battle of 
Britain first demonstrated, on a grand 
scale, the importance of aerial warfare. 
TheRAF's gallant few, to whom so many 
owed so much, could never have accom¬ 
plished iheir seemingly hopcdess task of 
turning back the Luftwaffe had they not 
been alerted and controlled by an effec¬ 
tive radar chain. 

This new weapon, which heli^nl to de¬ 
feat the enemy at a critical time*, .soon 
showed, however, that it was a two- 
iniged swoni. There was, unfortunately, 
no mono|M»Iy of any one country on in¬ 
vention of (‘lectrouic de\ices, and the 
Luftwaffe, repulsed in daylight warfare, 
soon turn'd to night attacks on England 
with the aid of electronic navigational 
systems that pro\ided unpleasantly ac¬ 
curate blind iMjmbing information. It 
hK?came appannit veiy quickly indeed 
that a wea|K)n of defense in the hiuids of 
the Biiti.sh had iK^come a wea^wn of 
offense in llie hands of the Gennans and 
that a further defeu-st* in the form of 
electronic countermeasures was vitally 
needed. 'Fhe battle lines of a war in the 
laboratories of the two countiies there¬ 
fore lK‘gan to form behind the actual 
battle lines as first oia* side and then the 
other gained tem|)orary .suprema<*y in 
etjuipnaait and tactic.s. 

As the imminence of involvement of 
the UnittKl States in the war l^ecame more 
and more apparent, gn'at intere.st in this 
technical struggle led to a consideration 
of our own etjuipment ra^eds if wf? wei'c to 
become participants. It was the g(X)d 
fortune of the General Ibidio Company to 
be able to contribute one of the first 
developments of equipment for this new* 
field of military endeavor.* 

Fundamental factors in the planning of 
countermea.sures equipment design are 


the immediacy of the problems and the* 
diversity of requirements. In contrast to 
railar development, in which the designer 
poses and solves his own problem, in 
countermeasures development the enemy 
poses the problem and the designer must 
solve it on terms not of his own choosing. 
It was a consideration of the consequent 
need for accurate, up-to-the-minute 
information on enemy equipment and 
tactics that led the National Defense 
R<‘search Ojmniittee to place its first 
countermeasures contract for a .search 
receiver. 

In order to establish an eff(x*tive 
countermeasures program, it is neces.saiy 
to determine, fii'st, what equipment the 
enemy may have. Much infoimation can 
be gathered thn)Ugh conventional intelli¬ 
gence chamiels, principally interrogations 
of prisoners, but thbi information is 
liable to be incomplete and, quite often, 
inaccurate. A supplementary’ source of 
infonnation of great value is direct in¬ 
formation obtained by secfking out enemy 
stations with mobile r(‘C(‘ivers that will 
tune to the frequencies in use and re- 
s|X)nd with sufficient faithfuhiess to the 
modulation to make |K)8.sible analysis of 
the natui'e of the emitt4‘d signal. Thh^ 
type of information, which has l>een 
called electronic intelligence, is, at ra<lar 
f! e(|U<*ncie8, collectible only within n)Ugh- 
ly optical range of the traiLsmitter, and 
the equipment is therefore* most suitably 
carri(*d on submarines or in airplanes that 
can operate in (*nemy waters rir over 
enemy territory. 

The requirements for a search receiver 
for acciunulating information of this kind 
an* ivadily dcxiuciHl from this analysis. 
Th(* receiver should, first, be capable of 

^' .ScieDtuU AfikiiMt Time.*' James Pbinney Baxter III 
(Little. Brown and Company), p. 158. Chapter X of this 
brief official history of the Office of Soientific Reeearoh and 
I>«veIopment is devoted to a summary of the oontribu- 
tions of the National Oefeiue Kesetircb Committee to 
radar oouniermeasures 



lET LABS, INC in the GenRad tradition ^ 

534 Main Street, Westbury, NY 11590 TEL: (516) 334-5959 • (800) 899-8438 • fax: (516) 334-5988 


3 


MARCH, 1947 


tuning: over the entire frequency spectrum 
within which the enemy is known to have 
equipment operating or in prospect. The 
l3andwidth should he great enough to 
jiermit ascillographic analysis of modula¬ 
tions of various kinds, particularly short 
pulses. The f^quipment should be dosigiK'd 
for airborne use. And, most important, 
the design should be flexible, enough to 
permit rapid modification, particularly in 
frequency range, when changes in condi¬ 
tions arise. 

The General Radio Company 1'ype 
P-540 Receiver, from which many of the 
.search receivers used in the war were 
derived, was designed to me(i‘t these 
needs. The first butterfly circuits* had 
just been developed and a])plied in the 
design of field-strength measuring equip¬ 
ment for the frequency range from 300 to 
1000 Me*, and the wide tuning range of 
these units made feasible the design of a 
.superheterodyne receiver ha\nng char¬ 
acteristics .similar to those of low^-fre- 
quency receivers. As early as the summer 
of 1941, when work was begun, it was 
known that the Germans w'ere using 
radar frequencies betw'ctui 120 and 565 
Me. The fii^st de.sign was therefore made 
to cover this frequency range with ample 
margins at both ends. 

It was found that, with a 30 Me inter¬ 
mediate frequency, the range from 75 to 
1000 Me requii-ed only two bands. 

The fii*st of these w'as covered with a 
Type 955 acorn triode in a butterfly- 
circuit local oscillator, tuning from 105 
to 300 Me; the second was covered with 
a Type 955 triode in a butterfly-circuit 
local oscillator tuning from 135 to 485 
Me. On the first band, mixing was done 
at the oscillator fundamental and yielded 

*E. Karplus, "Wide-Range Tuned Cirouite and Oeoilla- 
tore for High Frequenciee." Proc. IRE. Vol. 33. No. 7, 
pp. 426-441. July, 1945. 

^E. Karplus. '‘Componenti of UHF Field Meiere," 
BUdronicM, VoL 10, No. 11, pp. 124-129, November, 
1946. 


a tuning range from 75 to 300 Me; on the 
second band, mixing was done at the 
.second harmonic of the local o.scillator 
and yielded a tuning range from 300 to 
1000 Me. On both bands, the antenna was 
tuned by butterfly circuits of appropriate 
range. 

The need for as much flexibility in 
design as ix>.ssible was recognizt'd from the 
outset. Not only was there no guarantee 
that enemy frequencies outside the tun¬ 
ing range might not suddenly appear, but 
new developments were occurring at such 
rapid rate that there seemed good reason 
to .suppase that frequent changes in the 
receiver itself might be desirable to keep 
it abreast of requirements. A unitKion- 
stniction design was therefore chosen in 
which complete r-f tuning units could be 
plugged into a chassis that comprised the 
interraediate-frequency, second-detector, 
video-amplifier, and pow'er-.supply assem¬ 
blies. Figure 1 shows the general nature 
of the ilesign that was evolved for mount¬ 
ing in a standard ATR rack. 

The basic correctncAs of this approach 
is w^ell illustrated by the fact that, except 
for changes in controls and other minor 
modifications dictated by oiK'rational 
experience, no changes were made in the 
general chassis design throughout the war. 
Many .substantial changes were made* in 
tuning units, however, and improved 
performance obtained from receivers al¬ 
ready in the field with newdy designed 
units that could be inserted in place of 
obsolete ones. 

The operating characteristics of the 
receivers as originally designed are now 
largely of historical interest and will be 
mentioned only as they are basic to the 
particular application and as they led to 
later improvement. The i-f bandwdth 
was 2 Me, and about 90 db of i-f gain was 
obtained with five double-tuned over¬ 
coupled stages. This was sufficient gain to 
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get down into the noise level and to 
realize as much sensitivity as could be 
obtained with the r-f circuit**. The r-f 
circuits, them.selves, were elementary by 
modem receiver standards. No r-f ampli¬ 
fier was used, and the antenna and the 
local- 08 (!illator tuning were separate. This 
simple design led to very rapid develop¬ 
ment, and models were submitted that 
were aticepted for production within two 
montks of the time the contract was let. 
The over-all sensitivity of the receiver 
was not extremely high, an r-f level of 5 
to 15 MV generally being necessary to 
produce an audible signal; but it should 
be emphasized that sensitivity is not often 
important in radar-intercept work since 
direct signals at a given distance from a 
transmitter are so much strtingcr than 
.signals reflected back over a path as long 
again to the radar receiver itself. 

A few words about the Hub.sequent 
history of the development of search 
receivers are of interest, particularly as 
they bring out the coordinated effort of 
industry. Much has been said about the 
interchange of information in the aircraft 
industry during the war. highly 

piiblicizi^l has lx*en the extent to which 



the .same c(K)peration developed in the 
electronic industry. 

By the summer of 1941 it was obvioits 
that production facilities at the Gkmeral 
Radio Company were going to be full^' 
taken up by the manufacture of measur¬ 
ing equipment and that receiver prixluc- 
tion should l>e undertaken by a company 
better able to handle it. As a coasequence, 
the Philco Corporation took the design 
and, by the spring of 1942, produced a 
.small quantity of a Navy Bureau of 
Ships version of the receiver (Navy 
Model ARC-1). This was followed shortly 
afterward by a small quantity of an Air 
Corps version (Model SCR-587). 

In the meantime the Radio Research 
liaboratory had been set up at Harvard 
University to deal directly with the de¬ 
velopment of countermeasures equip¬ 
ment. Inteiwive development work was 
commenced there in the spring of 1942 on 
an improved model, which incorporated 
a .single-dial control of antenna tuning 
and local-oscillator frequency, a motor 
drive for sw^eeping any desired frequency 
band within the frerjuency range of the 
tuning units, improve<l image rej(»ction, 
and an additional tuning unit to cover 
the frequeiu^y range from 40 to 100 Me. 
This work culminate<i in the RRL Type 
DlOO receiver, which was manufactured 
with .some m(Hiifi<*ation.s by the Galvin 
Manufacturing Company for the Navy 
as the Type AN/A PR-1 and by the 
Crosley Radio Corix>ration for the Army 
Air Forc<^s as the Type AN/APR-4, 
large-(|uantity delivery beginning late in 
1943. 

In conjunctiem with this work, the 
General Radio ComfMiny also develofxxi 
a Type P5*10-P3 tuning unit to cover the 


Figure 2. Panel view of the 
TYPE P.540-P3 Tuning Unit. 
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frequency range from 100() to .3()()() Me. 
This tuning unit, shown in Figure 2, also 
used butterfly circuits. A scaled-down 
butterfly circuit was used for antenna 
tuning over the range from 1 ()()() to 3(K)0 
Me, and a lo(ral-oscillator butterfly circuit 
of more conventional dimerusions for 
generating a fundamental frequency range 
of 500 to 1100 Me with a Western Electric 
Type 703-A triode. 

This tuning unit was prcxluced in small 
quantity but was not so .satisfactory as 
the lower-frequency units becaasc seri¬ 
ous difficulties w'ere encountered with 
anomalous resonances in the antenna¬ 
tuning circuit. The Crosley Radio Cor¬ 
poration therefore undertook the de¬ 
velopment of two new^ tuning units asing 
a similar local oscillator de.sign but re¬ 
placing the antenna-tuning butterfly by 
a tuned coaxial traasmi.s.sion line. The 
tuning of this line was gangcxl success¬ 


fully with the oscillator drive to produce 
tuning units having .single-dial control 
and frequency range.s from 1000 to 2200 
Me and 2200 to 40(K) Me. 

The ultimate receiver .secured from .so 
much joint effort, therefore, covered with 
convenience and flexibility a frequency 
range from 40 to 4000 Me, which was 
ultimately found to encompass all the 
radar frequencies ased operationally by 
both the Germans and Japanese. It fii*st 
found service in helping to spot enemy 
radar iiLstallations for the planning of the 
amphibious assault on Sicily and later 
found great use in the operations of the 
8 th Air Force over Germany and the 20th 
Bombing Command over Japan. Its 
appearance more recently among the 
electronic devices used at Bikini seem.s to 
indicate that advances in the art have 
not yet rendered it obsolete. 

— D. B. Sinclair 


IN STOCK —TYPE 726-Pl MULTIPLIERS 


Although the Type 726-A Vacuum- 
Tube Voltmeter has been superseded by 
the recently announce Type 1800-A, 
thousands of the older instruments are 
still in u.se in radio and electronic labora¬ 
tories. The u.sefulne.ss of these can be 
greatly increased through the use of the 
Type 726-Pl Multiplier, which extends 
the voltage range of the instrument to a 
maximum of 1500 volts. 

The multiplier is a capacitive voltage 
divider, which provides a 10:1 reduction 
betw^een the voltage applied to the multi¬ 
plier and the voltage appearing across the 
voltmeter terminals. The multiplier fits 
snugly to the voltmeter probe, adding 
about three inches to the effective probe 


View of the TYPE 726-PI Multiplier 
attached to the Voltmeter probe. 


length. The flanges which secure the 
multiplier to the probe also act as an 
electrostatic shield. 

This useful acces.sory is .still available 
and a quantity has only recently been 
completed in our factory. Shipment can 
be made from stock. 
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SPECIFICATIONS: 

Multiplier Ratio: 10 to 1, within ±1%. 

Input Impedance: From 1 Mc to 100 Mc, the input 
impedance is effectively that of a 4.5 mmI con¬ 
denser of less than 0.6% power factor. 

Type _ 

726-Pl I Multiplier. 

Add 10% to price listed above. 


Frequency Error: The frequency^ error is shown in 
the plot. No appreciable error occurs betw'een 
1 Me and 100 Mc. The multiplier is not 
recommended for frequencies below 1 Mc. 

Net Weight: 12 OUnce.S. 

Code Word Price 

.I ALOUD $18.CX) 


IMPROVEMENTS IN THE PRECISION WAVEMETER 


The Uined-circiiit vvavemeter, long 
.since di.splaced for highly precise work 
by crystal standards, nevertheless re¬ 
mains one of the most useful general- 
purpose instruments in the radio lab¬ 
oratory. This is particularly true of the 
Type 724 Precision Wavemeter, which 
lias been for many years an accepted 
standard in the industr 3 \ 

For such applications as the pre¬ 
liminary line-up of radio tran.smitters 
and the rapid cheeking of oscillator 
frequencies, this precision wavemeter 
fills a definite need in the frequency 
measurement field. The variable capaci¬ 
tor is a General Radio Type 722, spe¬ 
cially designed for the purpose, with 
plates shapc'd to give a scale that is 
linear in frequency. The precision of 
setting is better than one part in 25,000. 
The plug-in roil mounting allows the 
coil to be rotated to obtain different 
degrees of coupling. 

Newly developed crystal rectifiers and 


newly derived design formulae for 
inductors have made it pos.sible to 
improve the performance of the wave¬ 
meter considerably. In the latest model, 
Type 724-B, the vacuum-tube detector 
has been replaced by a germanium 
crystal, thus eliminating the need for 
batterie-s and considerably simplifying 
the maintenance problem. Both selec¬ 
tivity and sensitivity are enhanced 
owing to a 2:1 improvement in the load¬ 
ing effect of the detector on the tuned 
circuit. 

Selectivity and sensitivity are also 
greatly improved by a complete redesign 
of the inductors to obtain higher values 
of the storage factor, Q. All inductors 
have considerably higher Q’s than 
formerly, with the greatest gain ob¬ 
tained on the 16 to 50 kilocycle coil, 
where the improvement is of the order 
of 6:1. As a result, this coil is now cali¬ 
brated to the .same accuracy as the 
others, namely, 0.25%. 
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SPECIFICATIONS 


Fr«qu«ncy Rang*: 16 kilocycles to 50 tn^Ecycles. 
Accuracy: ±0.26%. 

CallbroHon: The calibration is supplied in the 
form of a table of calibrated points. Linear 
interpolation between these points is used to 
obtain settings for other frequencies. 

Conci«nt«r: Precision worm-drive type similar 
to Type 722. The condenser setting is indicated 
on the^ial and drum and is controlled from the 
front of the panel. There are 7500 divisions for 
the entire 270-degree angular rotation of the 
condenser rotor. The precision of setting is 
better than one part in 25,000. The plates are 
shaped to give an approximately linear varia¬ 
tion in frequency with scale setting. 

Inductors: Coils are wound on isolantite forms 
and enclosed in molded phenolic cases. Seven 

Type _ 

724-B I PracUion Wavtm.t.r. 

Add 10% to price listed above. 


coils are used to cover a frequency range be¬ 
tween 16 kilocycles and 50 megacycles. 

Rotonanco Indicator: A germanium crystal recti- 
6er is used with a microammeter to indicate 
resonance. The indicator is coupled to the tuned 
circuit through a capacitive voltage divider. 

Crystal: Type 1N34 germanium crystal recti- 
6er is used. 

Mounting: A Wooden storage case, fitted with 
lock and carrying handle, is furnished. This has 
comp:u*tment8 for holding the condenser, in¬ 
ductors, and calibration charts. 

Dimonsions: Carrying case, I7jg x 13 x 12^ 
inches, over-all. 

Not Weight: With ctirryitig case, 35K pounds; 
without carrying case, 20 pounds. 

Code Word • Price 

.I WOMAN I $230.00 


The TYPE 724-B Precision Wavemeter is identical in appearance with the 
TYPE 724.A shown here. 
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MISCELLANY 


TWENTY YEARS AGO in tlie 
Experimenter, March, 1927 — The 
feature article is entitled, “A Discussion 
of Condenser Plate Shapes,” by C. T. 
Burke. Three types of plates are dis¬ 
cussed, giving linear variations in capaci¬ 
tance, wavelength, and frequency, re¬ 
spectively, and their advantages for 
particular uses are pointed out. Also 
mentioned is the fact that the straight- 
line-wavelength plate was first used 
commercially by the General Radio 
Company in the Type 124 W'avemeter, 
introduced in 1916. 

A second article deals with the design 
plate supply units to achieve good 


regulation, and a third announces the 
Type 415 Laboratory Amplifier for use 
with bridges and oscillographs. 

Another article, entitled “How^ Go(k1 
is GOOD?” deals with the quality of 
reproduction obtainable from audio¬ 
frequency amplifiers and reproducers. 
It is pointed out that there is little 
advantage in designing amplifiers 
to cover a wider frequency range 
than can be reproduced by existing 
speakers. 

A handy copper wire table is also 
published which gives the mechanical 
and electrical properties of wire for B 
and S gauges between 1 and 40. 


Donald B. Sinclair, author of the article on search receivers, is A.ssistant Chief 
Engineer of the General Radio Company, where the Type P-540 Receiver was 
developed under his direction. As head of the Receiver Grou|) of the Radio 
Research Laboratory, Harvard University, he supervised both the development 
of the DlOO Receiver and its first field tests in the Meditermnean Theater of 
Operations. 
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